Introduction
Contrast-enhanced imaging with exogenous contrast agents is a rapidly developing technique for both photoacoustic (PA) and ultrasound (US) systems. Microbubbles have been used in US harmonic imaging [1] of vasculature, and for drug delivery [2] or cavitation-based treatments [3] . Their large size (typically 1-10 mm), however, inhibits high penetrability into tissue through leaky vasculature (300-500 nm endothelial gaps) and nanoscale pores, and through active mechanisms such as cellular uptake. Making stable nanobubbles at the dimensions required for enhanced transport is currently a challenge [4] .
To solve this problem, phase-change contrast agents, which change state from liquid to gas if exposed to thermal and/or acoustic energy, were introduced. Liquid perfluorocarbon nanodroplets with a low-boiling point and a physical dimension appropriate for enhanced penetrability into tissue have been developed [5] [6] [7] [8] . The phase-transition of these nanodroplets into a microbubble (vaporization) produces high contrast for US imaging. Compared to other US contrast agents, nanoemulsions can have a long circulation in the body (up to 2 h [8] ). Because of increased surface tension, however, US exposure parameters must be relatively high, usually involving high repetition rates [7] or long excitations ($100 ms) [6] . This means that heat can be involved in the vaporization, increasing the possibility to damage surrounding tissues or limiting the repetition rate of the imaging modality. This mechanism is also not efficient using low-frequency ultrasound because of low acoustic absorption.
To achieve molecular imaging at significant depths within tissue, nanoscale, laser-activated PA contrast agents have been introduced [9] [10] [11] [12] [13] . Plasmonic absorption enhances the efficiency of compact nanoprobes (10-200 nm) in PA generation. However, a significant concentration is usually required to get single shot measurements for real-time in vivo imaging (e.g. $10 nM) [9] [10] [11] [12] [13] . Recent studies have shown that combining nanodroplets with efficient optical absorbers in a single contrast agent can enhance the PA signal from the absorbers [12] . Here we build on this work to demonstrate a highly sensitive, and potentially specific, approach for molecular imaging and therapy using a nanoscale contrast agent integrating Integrating high contrast bubbles from ultrasound imaging with plasmonic absorbers from photoacoustic imaging is investigated. Nanoemulsion beads coated with gold nanopsheres (NEB-GNS) are excited with simultaneous light (transient heat at the GNS's) and ultrasound (rarefactional pressure) resulting in a phase transition achievable under different scenarios, enhancing laser-induced acoustic signals and enabling specific detection of nanoprobes at lower concentration. An automated platform allowed dual parameter scans of both pressure and laser fluence while recording broadband acoustic signals. Two types of NEB-GNS and individual GNS were investigated and showed the great potential of this technique to enhance photoacoustic/acoustic signals. The NEB-GNS size distribution influences vaporization thresholds which can be reached at both permissible ultrasound and light exposures at deep penetration and at low concentrations of targets. This technique, called sonophotoacoustics, has great potential for targeted molecular imaging and therapy using compact nanoprobes with potentially high-penetrability into tissue.
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perfluorocarbon nanodroplets with plasmonic absorbers. In particular, we explore the non-linear acoustic response of these agents to simultaneous light and sound excitations at exposure levels well within safety limits for routine diagnostic imaging.
In our previous work, we introduced a nanoemulsion of perfluorohexane droplets (100-200 nm) surrounded by amphiphilic gold nanopsheres (12 nm in diameter). It was used as a nonlinear PA contrast agent by inducing a phase transition of the oil through plasmonic absorption of light by the gold nanoparticles [14] . This approach can produce highly sensitive PA images with high background suppression (i.e., also highly specific contrast), but it requires a relatively high optical fluence to observe nonlinear contrast (at 750 nm, threshold at 4 mJ/cm 2 , 10 dB contrast around 6 mJ/cm 2 ), limiting its use for deep imaging applications.
An approach to greatly reduce the optical fluence required for a non-linear response from these contrast agents is suggested by recent work showing that laser generation of water vapor bubbles around plasmonic absorbers can be enhanced by adding ultrasound pressure fields [15] [16] [17] . This technique, named ''PA cavitation'', enables high contrast imaging at lower exposure thresholds and concentrations. Building on this work, we investigate here the PA cavitation exposure thresholds needed to trigger vaporization of a nanoemulsion bead coated with gold nanopsheres (NEB-GNS). This approach leverages short-lived (a few ms) bubbles made possible by the high boiling point (BP) of the perflurocarbon used in this nanoemulsion. In contrast to another approach using long lifetime bubbles [12] , a short-lifetime strategy using reversible phase transitions is preferred for molecular imaging applications requiring extended exposures. Using PA cavitation, the detection sensitivity for imaging can be enhanced by two physical effects: higher thermal expansion will enhance the PA response and the emitted ultrasound field will instantly scatter on the generated bubbles.
In the remainder of this paper, we investigate the benefit of clustering small gold nanopsheres around high-BP perfluorocarbon droplets for combined PA/US applications. After introducing the physical characteristics of the NEB-GNS agent, vaporization thresholds are quantified and compared to single gold nanopsheres. The potential use of the vaporization signals for imaging is then studied and discussed. To specifically retrieve the vaporization signal in tissues loaded with NEB-GNS, photoacoustic and backscattered ultrasound signals must be canceled by a procedure described in a future publication called ''sono-photoacoustic'' imaging.
Materials and methods

Nanoemulsion samples
NEB-GNSs were synthetized using the procedure described in previous reports [18, 19] . Colloidal GNSs (diameter 12 nm) were synthetized using a citrate reduction method [20] . The particles were functionalized using PEG-thiol and butane-thiol (SigmaAldrich, St. Louis, MO, USA), with dosages of 0. 8 The absorbance was measured with a spectrophotometer (UV 1601, Shimatzu, Kyoto, Japan). The absorbance spectrum (cf Fig. 1a , blue curve) exhibits a red shift of the resonance from 520 nm to 547 nm compared to the original gold nanopsheres (black curve) and a broad tail enhancing absorption in the optical window ([600-1100] nm wavelengths). The size was measured by DLS as a broad dispersion between 30 nm and 1.2 mm with a peak at 132.1 nm and a mean size of 303 nm (cf Fig. 1b) . Additional complexes were identified between 2 and 6 mm, but DLS may not be quantitative in this range as it is heavily affected by sedimentation or flotation [21] . In our case, the effective density of perfluorohexane beads (1.7 g/cm 3 ) can be increased by the GNS (density 19.3) resulting in sedimentation speeds depending on size.
To confirm the presence and quantify the micron-size particle number, the size distribution and concentration of the emulsion were obtained prior to and after all experiments using a Coulter Multisizer III (Beckman Coulter, Miami, FL). A 20 mm aperture was used, which can size particles with diameters from 0.56 to 12 mm and considers any count below 0.56 mm as the noise level. The sample was diluted $1250Â on a 0.2 mm filtered ISOTON II electrolyte (Beckman Coulter, Miami, FL). A 50 mL sample was used each time, and all measurements were repeated 6 times using a volumetric count mode. Individual particles were sized and binned in 300 evenly spaced bins with 0.039 mm width. All data are reported as a histogram with count vs. diameter, with the count (bin height) showing the number of particles in each bin interval. The reported concentration is computed for all ranges in question and accounts for the dilution factor and sampling volume used above.
A near Gaussian distribution of NEB-GNS was identified between 1 and 3 mm (cf inset of Fig. 1b) . The sample was then split in two volumes. Assuming an ideal covering of the bead by gold nanopsheres (80% surface density), the weight of each bead size was calculated. Then, a basic model of sedimentation (Stokes force = gravity) was used to calculate the sedimentation speeds of different particles: e.g., in 24 h a 425 nm particle sinks 22 mm. In contrast, a 132 nm bead should sink only 6 mm in the same period. A sample of 10 ml was left to settle in a scintillation vial. As 22 mm was the height of our solution in the vial, we assume that all particles larger than 425 nm will fall to the bottom. An 8 ml sample was carefully withdrawn from the top without provoking any agitation. This supernatant was sized again with the Coulter counter. There were no particles larger than 1 micron (inset Fig. 1b) , which validated the purification process. These samples were used to compare the vaporization threshold before and after purification. The purified NEB-GNS sample showed a less broad tail than the original one (cf Fig. 1a ), indicating that larger beads tend to broaden the extinction spectrum. We performed Discrete Dipole Approximation (DDA) simulations using DDscat [22] to estimate the contributions of scattering and absorption on NEB-GNS. An oil bead of 150 nm diameter was surrounded by 12 nm GNS positioned using an optimization code solving the Thomson problem leaving a gap of 2 nm between spheres. The NEB-GNS structure was discretized using a step of 1.35 nm and the simulation was run with orientational averages. The broadening of the tail was observed for both absorption and scattering contributions, but scattering contributes to less than 20% of the extinction and is not particularly higher at the longer wavelength. Hence, it is likely that absorption dominates over scattering, at least for the purified sample, meaning NEB-GNS absorption can be related to the absorbance measurement.
Sample preparation
Using a size-dependent concentration measurement from DLS, we estimate the concentration of emulsion bead in the stock solution to be 1.32 Â 10 12 beads/ml (for sizes ranging from 100 to 8000 nm), or about 2.2 nM. For all experiments, the solution was diluted to a fixed absorbance of 0.25 cm À1 at 750 nm, leading to a concentration of 3.8 Â 10 10 beads/ml (or 63 pM) for the raw sample and 5.86 Â 10 10 beads/ml (or 94 pM) for the purified sample (lower tail after filtration, cf Fig. 1b) . A sample of GNS obtained after a citrate reduction method was diluted with citrate buffer (3.8 mM) to obtain an absorbance matching the NEB-GNS one at 520 nm (0.403 cm
À1
). The concentration of GNS was then 2.59 Â 10 12 GNS/ml. The concentrations of GNS and NEB-GNS samples were estimated respectively to be 3.8 Â 10 12 GNS/ml and 5.9 Â 10 12 GNS/ml, i.e., on the same order.
Ultrasound transducer calibration
The pressure field generated by a focused ultrasound transducer (H-102, Sonic Concept, Woodinville, WA, USA, focused at 63 mm, f# 0.98, 1.24 MHz) in line with a 55 dB gain power amplifier (ENI-A150) was quantified using a fiber optic hydrophone (FOPH 2000, Aperture 100 mm, RPI Acoustics, Germany). This hydrophone is calibrated at lower frequencies (down to 100 kHz) and provides a broadband (up to 100 MHz) frequency response for accurate non-linear acoustic measurements. The HIFU transducer, mounted at one end of a degassed and deionized water bath, was driven by a 10 cycle sineburst produced by a function generator (33120A, Agilent, Palo Alto, CA) together with the power amplifier and a customized matching network. A 10 MV high voltage probe (Teledyne LeCroy, Chestnut Ridge, NY) was inserted between the matching network and the power amplifier to measure the input voltage applied to the driving system. A 3D positioning system was used to move the fiber optic probe hydrophone at the focus. Hydrophone signals were digitized by an oscilloscope (LT344 Waverunner, LeCroy, NY) at 500 MSample/s. The FOPH 2000 software CALDEC was used to calculate the pressure from oscilloscope data and to deconvolve the signal to account for the frequency response of the system [23] . As minimal thermal effects result from ultrasound with a 10-cycle pulse at low repetition rate (5 Hz), peak negative (pÀ) pressure alone is reported and corresponds to the minimum pressure measured in the pulse.
Automated setup for light and sound exposure threshold study
A 532-nm pump beam was injected into a wavelength-tunable optical parametric oscillator (OPO) cavity (Surelite OPO plus, Continuum, Santa Clara, CA, USA) to produce 10-ns duration, 750-nm laser pulses. Before coupling the laser beam into a fiber bundle (77526, Oriel Instruments, Stratford, CT, USA) for delivery to the sample, the fluence was adjusted with a combination of neutral density filters that can be remotely switched with a six-position filter wheel (FW-103, Thorlabs, NJ, USA), as shown on the top left of Fig. 2a . The sample (diluted NEB-GNS solution or GNS) was injected into a customized transfer pipet (3 ml, BD Falcon, NJ, USA) connected to a tube in a closed loop. The tubing was coupled to a peristaltic pump (Masterflex L/S model 7518-60, Cole-Parmer, IL, USA), allowing circulation of the sample between each dataset. The pump likely induced static pressure changes and was not used during acquisitions. On the edge of the transfer pipet facing the focused ultrasound transducer (H-102, Sonic Concept, Woodinville, WA, USA, focused at 63 mm, f# 0.98, 1.24 MHz), a black marker spot of 1 mm diameter was drawn for alignment purposes.
The sample was immersed into ultra-pure degassed water and was roughly positioned at the focus of the transducer by maximizing the pulse-echo signal received on the focused transducer. Then, the laser was fired at a low fluence on the black marker spot and the PA signal was maximized on the focused transducer, allowing more precise positioning. An in-house PVDF unfocused sensor (bandwidth [0.05-30 MHz], aperture 6 mm diameter) was then positioned at the water surface 70 mm from the sample. The timing of ultrasound emissions and laser firing was adjusted. The PVDF first received the PA signal from the black marker spot when only the laser was fired. Then, US pulses were emitted and the echoes generated on the edge of the pipet were measured with the PVDF transducer. By changing the trigger delay controlling the duration between the acoustic emission and the lasing time, the arrival time of the PA signal was matched to the one of the 5th acoustic cycle, meaning the laser is fired on the sample when the 5th US cycle reaches it. Note, that the laser beam size of 6 mm is larger than the acoustic wavelength (1.2 mm) and covers multiple peak negative pressure sites. Thus, contrary to our preliminary experiment where the light was focused on a 1 mm area [28] , the exact lasing time in the microsecond range will not affect the results. Broad illumination is also more representative of potential in vivo applications. The sample was then moved horizontally toward the transducer, allowing both the focal spot of the transducer and the laser spot to meet within the pipet bulb. As noted above, a 10-cycle ultrasound pulse emitted with the focused US transducer was used for all studies. The laser was fired at the arrival time of the 5th acoustic cycle at the transducer focus.
To cover all desired exposure ranges in terms of laser fluence and US pressure while recording enough data to perform statistics, an automated platform was designed. A TTL signal running at 20 Hz, corresponding to the flash lamp timing of the laser, is used as an input trigger to an ADC board (Razor 14X2 Express CompuScope, Gage, Lockport, IL, USA) controlled with Matlab. When the software is running, a trigger out is sent by the ADC board immediately after being triggered. This signal is then delayed by 250 ms by a function generator (AFG-3252, Tektronix, OR, USA) to trigger the laser Q-switch. This approach limits exposure of the samples since lasing only occurs when a signal is actually being recorded. Moreover, the repetition rate was limited to 5 Hz by the Matlab software. The second channel of the generator was used to drive an RF amplifier (A150, ENI, USA) at a voltage also controlled by software to independently scan the pressure amplitude. Ultrasound was emitted earlier than the laser so that it could propagate to the region under study. The PVDF transducer finally received both the laser-induced PA signals and the scattered pressure waves originating from the focused transducer. This RF signal was captured by the ADC, displayed in real-time and saved on the computer hard-drive for further analysis. At each set of exposure parameters, 200 recordings were performed. The laser fluence was gradually increased. For each laser fluence, the ultrasound pressure was raised until significant cavitation activity was noted.
Fluence values were calibrated by placing an energy meter (Jpower, Coherent, Santa Clara, CA) at a position matching the focus of the US transducer. A 2-mm pinhole was used, ensuring that it was at the maximum energy position of the laser beam. Then, light attenuation through 60-mm of water was taken into account to report all fluence values.
Data analysis
For each set of exposure parameters, a reference signal recorded without laser firing was subtracted from the 200 signals to remove the US scattered wave contributions from the plastic container, similar to methods used in our previous studies [28] . This subtraction was robust and produced residual signals outside the time window of interest much smaller than those obtained during laser excitation studies. The broadband noise signal was computed in a time window before the lasing time. If no bubble is present, the differential signal should correspond to pure noise. In contrast, the presence of vapor will automatically generate some scattered acoustic signals in all directions. To detect the vaporization events, a threshold on the magnitude of the signals equal to 2 times the noise value was chosen to count the number of cavitation events out of the 200 independent recordings. This threshold was set arbitrarily and the results were not highly influenced by its value, indicating that our detection method is very sensitive. A sigmoidal function was fit to all broadband noise dependencies at each laser fluence to compute the cavitation threshold, defined as the peak negative acoustic pressure corresponding to a 50% probability of a cavitation event.
Results
Cavitation signals
After removing the contribution from the tube using a reference signal, the recorded signals clearly exhibited the presence of cavitation. With the same exposure parameters, a small cavitation event can be distinguished in Fig. 3b from no cavitation in Fig. 3a . Cavitation always occurred at the lasing time depicted by the red dotted line. A larger cavitation event is shown in Fig. 3c with 10-fold amplitude compared to the small cavitation (note scale change). Normalized spectra for both of these signals are shown in Fig. 3d . The broadband noise characteristics are present in both signals, although the main harmonic is relatively higher for the large cavitation event.
Vaporization probabilities
The resulting cavitation probabilities as a function of US peak negative pressure are shown for the NEB-GNS and purified NEB-GNS samples in Fig. 4a and b . For both samples, cavitation activity was not consistently observed using the 10-cycle ultrasound pulse alone, even at pressures exceeding 8 MPa (below 20% for the raw sample and 2% for the purified one; results are not shown). In contrast, a small fluence (0.64 mJ/cm 2 ) already creates consistent vaporization at 1.5 MPa for the raw sample and at 2.5 MPa for the purified one. Higher fluences decrease the vaporization threshold. Note that for the purified sample, and at such a low concentration, These results show that combining light (transient heating) and short ultrasound pulse (pressure) exposures is much more efficient than using each of them separately.
Summary of the vaporization results and comparison with a GNS sample
A summary of the vaporization threshold (50% probability) of the GNS-NEB samples (raw and purified) and the GNS 12 nm sample is presented in Fig. 5 . For a peak negative pressure of 1.0 MPa, the fluence threshold of the GNS is reduced by a factor of 12 for the raw sample and by a factor of 6 for the filtered sample.
Sono-photoacoustic signal enhancement
For imaging purposes, the amplitude emitted by the bubbles will determine detection sensitivity. In addition, the non-linear nature of sono-photoacoustic signal enhancement may lead to a highly specific agent. To explore this hypothesis, the signals presenting cavitation within each data set were isolated. Then, the median value and the standard deviation of the maximum amplitude in time of these signals were calculated.
In Fig. 6 , the sono-photoacoustic signal clearly evolves in a non-linear manner as a function of acoustic peak negative pressure for both the raw sample and the purified one. Note that amplitudes are higher in Fig. 6a than in Fig. 6b . The bubble signatures had in fact similar amplitudes at a fixed pressure. The error bars denote the standard deviation s of the amplitudes within the ensemble of cavitation events with a length equal to 2s. While the cavitation threshold decreases with laser fluence, the amplitude of cavitation events does not change with pressure when the fluence is above a threshold (above 2.4 mJ/cm 2 for both samples). This result suggests the potential for deep sonophotoacoustic imaging. 
Discussion
In this paper, we have demonstrated the potential of a novel contrast agent composed of nanoemulsion beads surrounded by gold nanospheres using simultaneous light and sound excitation. A robust emulsion characterization platform, which performs a 2-dimensional parameter scan (pressure and light) for cavitation threshold determination, was developed and introduced. This platform will be particularly beneficial for future testing and comparison of new nanoemulsion contrast agent formulations.
The exposure parameters required to achieve PA cavitation were extensively studied at a picomolar concentration of contrast agent (2-6 Â 10 10 beads/ml). Ultrasound pressures were varied from 0.1 MPa to 9 MPa at focal peak negative pressures and laser fluences varied from 0.4 to 27.6 mJ/cm 2 . As laser fluence increased, the cavitation threshold (in terms of US peak negative pressure) decreased to values far below the FDA mechanical index (MI < 1.9) limitation.
From Fig. 4 , it is clear that the cavitation probability for ultrasound exposure alone remained low for pressures up to 4 MPa (<10%). The pressure for ultrasound exposure alone was scanned up to 9 MPa (not shown in Fig. 4 ) yet we did not reach a 50% probability of cavitation (dashed pink line). Previous work with similar nanoemulsions, in terms of boiling points and sizes, explored acoustic droplet vaporization thresholds of dodecafluoropentane (DDFP, boiling point in bulk = 29 8C) and of 2H,3H-perfluoropentane (H-PFP, boiling point in bulk = 55 8C) albumincoated droplets with a mean diameter of approximately 260 nm, and 630 nm, respectively [24] . These nanoemulsions were included in albumin-acrylamide gel phantoms and sonicated with 10 cycle HIFU pulses (f = 2 MHz, pulse repetition = 5 s), similar to our setup (1.24 MHz). For DDFP, an ultrasound peak negative pressure threshold was found at 8.50 MPa. In the case of H-PFP, the pressure was increased up to 8.7 MPa without evidence of vaporization. Our results are consistent with this study [24] . When exposed to 5 MHz, micron-scale perfluoropentane droplets vaporization thresholds decreases with droplet diameter [25] as surface tension decreases. As the purification process removes particles larger than 600 nm, the observed increase of vaporization threshold is consistent with previous studies. Additionally, many studies reported a decreasing vaporization pressure as a function of increasing US frequency [26, 27] . As mentioned earlier, heat seems to be necessary to overcome surface tension stabilization. Our study shows that this heat can be delivered in a controlled and targeted way by plasmonic light absorption. Further work could study photoacoustic vaporization thresholds of NEB-GNS at higher frequencies to find the optimal configuration to implement realtime sono-photoacoustic imaging.
Preliminary imaging experiments (not shown here) suggest that particles accumulated at the bottom of the sample. Single nanoparticles are mostly subject to diffusion and gravity can usually be neglected. In contrast, gravity effects can be dominant for large oil droplets (1.7 density) and is amplified by the gold particles on the surface. We took advantage of these effects to purify our sample. A centrifugation technique could have been used, but it was not preferred because it could increase the probability of aggregation of beads at the bottom of the container. Similarly, extrusion through membrane filters could lead to more consistent size distributions, but it could also generate new distributions of beads since extrusion can actually help create droplets. It could also result in the loss of products trapped on the membrane surface.
Further work could investigate the best way to purify NEB-GNS samples. DLS measurements have to be complemented with other sizing techniques such as a Coulter counter to quantify the amount of micron-scale beads if high penetrability is needed (i.e. particles >500 nm will not penetrate the gaps in leaky vasculature). Even a very small amount of larger beads can greatly affect the measured vaporization thresholds as their volume is far larger. A strategy using a broad distribution such as our raw sample (100 nm-6 mm)
can image vasculature scales from large vessels to capillaries, with the ability to penetrate leaky vasculature only for the smaller particles.
Previous high speed photomicrography studies on the same emulsion type showed the short lifetimes $1.2 ms for the vapor bubbles under light exposure only [28] , suggesting that the perfluorocarbon beads also go back to the liquid state when the ultrasound field vanishes. The fate of the gold nanoparticles during bubble expansion and after condensation has not been studied yet. Nevertheless, additional experiments have also shown a strong consistency in the cavitation activity after several thousand shots, indicating that the gold particles remain somehow coupled to the beads. Observing a single emulsion bead flowing into a small channel and exposed to light and sound could lead to better characterization [29] . Photoacoustic cavitation is surprisingly induced in the GNS sample composed of small particles (15 nm diameter) at a wavelength (750 nm) where optical absorption is very weak. Previous work has only studied photoacoustic cavitation of large diameter GNS (82 nm diameter) at the plasmonic resonance wavelength (532 nm) [17] . Here, the mean distance between GNS is 72 mm given the size and concentration, so coupling effects should not play a role in effective vapor bubble creation unless there is particle aggregation due to acoustic streaming, or other pressureinduced effects. Further modeling inspired by previous work [30, 31] could focus on explaining this behavior. Compared to the emulsion beads, the liquid volume to vaporize is not the same and the total energies necessary to achieve vaporization might not be comparable.
As the probability of cavitation increases (see Fig. 6 ), we have shown that the amplitude of the resultant acoustic signal does not increase with laser fluence for fluences higher than 2.4 mJ/cm 2 . This means that when the phase transition occurs, a higher laser fluence does not affect the vaporization signals as much as the US pressure does. The laser pulse induces heat within a short 30-40 ns time window enabling the phase transition. Then, it appears that the bubble size is more influenced by the pressure field, which also controls the amplitude of bubble-generated acoustic waves. As extinction by soft tissue limits light penetration, a scenario of low laser fluence with a maximum permissible pressure would be ideal for contrast enhancement. Depending on the tissue types between the light source and the region of interest, such light penetration can be achieved from one to a few centimeters deep into tissue. Finally, thanks to the clustering of gold nanopsheres on an emulsion bead, and to the resulting large signal from the bubble, these measurements succeeded even at low concentration in a regime where single shot linear PA imaging fails (0.25 cm À1 ). The nanoemulsion structure and synthesis can be further improved to reach higher efficiency, for example using another perfluorocarbon oil with a lower boiling point [25, 32] . Future studies will explore the relationship between both threshold and acoustic signal strength as a function of concentration.
Based on this work, a real-time imaging system could achieve sono-photoacoustic imaging of NEB-GNS at depths exceeding several centimeters and at ultra-low concentration levels. This imaging approach could rely on single cycle or multiple cycles US excitations, depending on the desired imaging range. However, to use this technique for in vivo imaging, scattered ultrasound and photoacoustic signals must both be canceled to retrieve the specificity of vaporization signals and perform accurate background suppression. A way to implement sono-photoacoustics in a real-time imaging sequence will be demonstrated in a companion publication. Moreover, inertial cavitation produced by this nanoemulsion already has been exploited for in vitro sonothrombolysis [28, 33] . Further work can rely on this study to optimize the delivery of this treatment and its monitoring.
Conclusion
This work showed the potential of gold-coated nanoemulsion beads excited with simultaneous pulsed laser and ultrasound. A fully automated setup for dual exposure parameter scanning was designed for quantitative assessment of vaporization thresholds of the NEB-GNS. A phase transition of the nanoemulsion bead occurred at much lower peak negative pressure when laser fluence increased. We demonstrated that NEB-GNS vaporization could be achieved at a reduced exposure compared to the vaporization of water surrounding single GNS. The high amplitude of vaporization signals produced by simultaneous pulsed light and ultrasound exposure could be used to design an imaging modality allowing both high specificity and sensitivity of nano-contrast agent detection. The results could also be applied to drug delivery using nanodroplets with high encapsulation energy and to localized or targeted therapies using nanoagents.
